REMOVING THE CATHETER
- Remove the dressing covering and loosen the adhesive skin closure strips at the

catheter site.

Grasp the catheter tubing close to the skin and gently pull to remove. Only pull

on the catheter tubing, not the luer fitting at the end of the catheter. The catheter

should be easy to remove and not painful. Do not tug or quickly pull on the

catheter during removal.

CAUTIONS

= [f significant resistance is felt or catheter begins to stretch or tear, STOP.
Continued pulling could break the catheter. Wait and try again after 30-60
minutes.

= If the catheter is still difficult to remove, an X-ray is recommended (catheter
is radiopaque).

= Do not cut or forcefully remove the catheter.

= Do not apply additional tension if the catheter begins to stretch.

=  After removal, check the distal end of the catheter for the black marking to
ensure the entire catheter was removed.

= Remove promptly after infusion is completed to reduce the risk of infection.

Cover the puncture site with an appropriate dressing.

Table 1: Delivery Information for the Solace Infusion System

Standard Catheter S011 - - - -
2.5” Zone Catheter (6.5cm) - S022 S024 - -
5.0” Zone Catheter (12.5cm) - S032 S034 S036 S039
Nominal Total Flow Rate (ml/hr) 0.5 2 4 4 5

’ (2 sites) (2 sites) (2 sites)
Nominal Fill Volume (ml) 65 100 270 400 500
Maximum Fill Volume (ml) 75 125 295 500 525
Retained Volume (ml) <8 <8 <12 <12 <15
Approximate Delivery Time 5_days 2 days 3 days 4_ days 4_days

When filled to nominal volume, delivery accuracy is +/- 15% of the labeled infusion rate
when delivering normal saline at 72°F (22°C) against no back pressure.

CAUTIONS
- Actual infusion times vary due to viscosity, drug concentration, position of pump

relative to catheter site, and temperature.
- Filling the pump less than nominal may result in faster flow.
- Filling the pump more than nominal may result in slower flow.
This product uses DEHP plasticized PVC. Certain solutions may be incompatible
with the PVC material used in the administration set. Consult the drug package
insert and other available sources of information for a more thorough
understanding of possible incompatibility problems.







